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Abstract—Experimental and finite element model studies of mag-
netic shielding characteristics of one-side planar sheet structures of 
the second generation high-temperature superconducting (2GHTS) 
coated conductor tapes show that significant shielding can be 
achieved. The shields are shown to be useful for attenuating noise 
and enhancing the measurement accuracy of magnetic fields. The 
shields are particularly important for shielding the perpendicular 
component of the noise during the measurements. The location of 
the sensor with respect to the shield and the dimensions of the shield 
need to be designed appropriately to achieve the needed measure-
ment accuracy. The number of superconducting layers in the shield 
is a design parameter that depends on the magnitude of the noise. 
The experimental results on shielding factor of a single layer sheet 
agree with the results of the finite element model. 
  
Index Terms—Hall probe, magnetic field, magnetic shield, 
shielding factor, YBCO tape. 
I. INTRODUCTION 
HIELDING of magnetic ﬁeld is necessary for many applica-
tions either to protect sensitive devices from external mag-
netic fields or to enhance the magnetic field measurements in a 
noisy environment. Shielding of magnetic ﬁeld could be diffi-
cult to achieve depending on the magnitude, orientation, fre-
quency, and special constraints of the magnetic field that needs 
to be shielded. If the frequency of the magnetic ﬁeld source is 
high (> 1 MHz), highly conducting metals are used as shields 
by taking advantage of the skin eﬀect. At low frequencies, mag-
netic screens made of conducting materials require large thick-
ness to achieve required levels of attenuation, as the skin depth 
is large. For shielding of low frequency magnetic ﬁelds, soft 
ferromagnetic materials with very high relative permeability 
were utilized. 
Planar magnetic shields were used in the medical electro-
magnetic tracking systems where metallic parts cause magnetic 
field distortions. Shielding is ideally done by completely sur-
rounding the protected element, but if the element needs pro-
tection is large, a planar or one-side shield have to be used. 
Many ferromagnetic and conductive materials were explored at 
room temperature in a frequency range 1 Hz to 1 MHz. At lower 
frequencies, it is better to divert the flux lines using MuMetal 
or ferrite. At higher frequencies is advantageous to absorb or 
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reflect the field using highly conductive materials such as cop-
per [1]. 
Designing a one-side planar magnetic shield is particularly 
difficult because if the shield’s dimensions are not large 
enough, magnetic field lines can flow through open paths. 
When the distance between the finite planar shield and source 
is long, the magnetic field will flow through the regions where 
there is no shield. This causes the shielding factor (SF) of the 
finite planar shield to be small. As the shield size decreases the 
magnetic field at the location of interest depends mainly on the 
magnetic field leakage around the edges of the shield. For open 
planar shields, the sensor position is critical for the evaluation 
of SF. Superconducting materials with their high conductivity 
are especially suited for fabricating magnetic shields [2]. 
If cryogenic coolant or cryocoolers are available, magnetic 
shields designed using high-temperature superconductors 
(HTS) have certain advantages. They allow lightweight and 
thinner structures useful for DC shielding as well as in a broad 
range of frequencies. Shields made of HTS materials allow high 
values of SF and hence are useful for magnetic shielding in 
many practical applications. 
  A superconducting magnetic shield made of two different su-
perconducting HTS materials was studied by Tomkow [3]. The 
inner section was a bulk Bi-2223 cylinder, which provides com-
plete shielding below its full penetration field. The outer section 
consists of rings formed of YBCO-123 tapes, which are capable 
of attenuating AC magnetic fields that reduce the magnetic field 
value on the inner bulk cylinder. By using the additional YBCO 
rings on a Bi-2223 bulk cylinder, the SF of the whole system 
was considerably increased from 17 % to 87 % at 33 Hz and 
10 mT [3]. Tomkow also studied two shields each with eight 
YBCO rings with joint length 2 and 5 mm with resistances 2.6 
and 1 mΩ, respectively. It was found that attenuation factors of 
YBCO rings can be enhanced by reducing the joint resistance 
[4]. 
Our previous magnetic shielding studies dealt with HTS 
shields in different geometries as sheets and coils at various 
field magnitudes, frequencies, and orientations [5] - [9]. 
In this paper, we discuss the results of the experiments using 
one-side planar shields of HTS YBCO material. The experi-
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ments were performed to understand the configuration that pro-
vided the highest shielding factor and to see the benefit of add-
ing additional layers on the shielding factor. We focused on re-
duction background magnetic field noise in the vicinity of a 
magnetic field sensor by using a one-side planar shield. The 
spectrum of the noise can vary from DC to several hundred Hz. 
A finite element model using COMSOL was created for the 
one-side planar shield at 50 Hz and the results were compared 
to that obtained in the measurements. To our knowledge, there 
are no previous studies in the literature on passive one-side pla-
nar HTS magnetic shields. The study described in the paper is 
to develop planar superconducting shields to eliminate or re-
duce the background fields emanating from the structures and 
electrical devices that would otherwise perturb the magnetic 
field that needs to be measured. It is often difficult or impossi-
ble to remove the structures and the electrical devices and the 
measurements have to achieve the magnetic field that would 
have been present in the absence of the structures. 
 
II. EXPERIMENTAL 
One-side planar sheets were made from commercial YBCO 
coated conductor tapes with 45 mm width. The shields were 
tested in DC and AC magnetic fields up to 400 Hz to study their 
magnetic shielding properties. All the measurements were per-
formed at 77 K, in a liquid nitrogen bath. 
The second generation HTS coated conductors produced as 
45 mm wide ribbon used to fabricate the shields were procured 
from American Superconductor Corporation [10]. The manu-
facturing process for YBCO tapes involves Rolling Assisted Bi-
axially Textured NiW Substrates (RABiTS) with several layers 
of the buffer materials. The 1 µm layer of YBCO superconduc-
tor material was deposited using the metal oxide deposition 
(MOD) technology. The critical current of the 45 mm wide 
YBCO tape was higher than 1 kA at 77 K in the self-magnetic 
field. Fiber glass reinforced epoxy (G10) sheets were used for 
the support structure for the shields. The sample holder G10 
plate had the dimensions of 60 mm x 120 mm, Fig. 1a. The su-
perconducting ribbon was cut into sections of 45 mm x 100 mm 
and was attached to the support plate using Kapton tape. SF was 
measured as a function of magnetic field magnitude, the dis-
tance between the Hall probe (HP) sensor to shield, and the 
number of layers of superconducting tape in the shield. The 
gaps between the superconducting layers were kept to a mini-
mum by using Kapton adhesive tape to attach the successive 
layers on the G10 support plate. The sample holder was inserted 
into the bore of helical copper magnet housed in a stainless steel 
cryostat, Fig. 1b. The cryostat was filled with liquid nitrogen. 
The helical copper magnet [11] produces a homogenous AC or 
DC magnetic field in the region of the superconducting shields. 
The external magnetic field was perpendicular to the wide plane 
of the shields. The copper magnet was supplied by the current 
from Techron AC/DC power supply that was controlled by an 
AC/DC function generator, Fig. 2. The magnet current was 
measured using a Hall probe current transducer. From magnet 
constant and current through the magnet, the magnitude of ex-
ternal magnetic field Bext was calculated. For the experiments  
FIG. 1, 2 HERE 
with AC magnetic fields, a capacitor bank in a series resonance 
was used to compensate for the magnet inductance. There is a 
slight phase shift in the output current from the series resonance 
circuit compared to the excitation signal. The phase shift de-
pends on the frequency. Hence the signal from the current trans-
ducer, instead of the excitation signal, was used. This technique 
was validated in our earlier phase sensitive measurements [15]. 
Before using the Hall probe in shielding experiments, it was 
calibrated at 77 K, for each frequency used. The calibration con-
stants along with the measured Hall probe output voltage values 
were used to compute the value of the magnetic field at Hall 
probe location called BHP, during the experiments with HTS 
shields. The magnetic field BHP is the magnetic field that passed 
through the magnetic shields. The shielding factor SF was cal-
culated using the BHP and external magnetic field Bext from the 
measurements by the following formula: 
 
                              𝑆𝑆𝑆𝑆 = 𝐵𝐵𝑒𝑒𝑒𝑒𝑒𝑒− 𝐵𝐵𝐻𝐻𝐻𝐻
𝐵𝐵𝑒𝑒𝑒𝑒𝑒𝑒
∗ 100 %                        (1) 
   The BHP was measured using a calibrated cryogenic Hall 
probe [12], which was perpendicular to external magnetic field 
vector. The center of the Hall probe was positioned at the geo-
metric center of the sample. The sample and the sensor were 
placed in the center of the helical copper magnet, in the homo-
geneous magnetic field. An excitation current of 10 mA DC was 
supplied to the Hall probe by using a Lakeshore DC constant 
current source. 
AC and DC signals were measured using voltmeters. For AC 
magnetic field the magnet current was measured by the 
Keithley 2001 multimeter. Hall probe voltage was measured us-
ing a lock-in amplifier. Before the beginning of each measure-
ment, the frequency was set by the function generator. The ref-
erence signal for lock-in amplifier was derived from the Hall 
probe current transducer and amplified by the signal amplifier. 
For DC magnetic field measurements the Keithley 2001 multi-
meter was used as DC voltmeter. The current through the mag-
net and the Hall probe voltages were recorded for each meas-
ured point. This technique is scalable. The measurements de-
scribed here were conducted using a double helix dipole mag-
net, but the same technique can be used for larger shields with 
any arbitrary source of the magnetic field generated by a single 
or multiple magnets as long as they are connected in series and 
powered by a single power supply. 
III. 3D FINITE ELEMENT MODEL 
The 3D model represents the actual geometry of the 2GHTS 
tape with dimensions of 45 mm in width, 0.2 mm in thickness 
and 100 mm in length implemented in the finite element soft-
ware COMSOL Multiphysics V5.3a. In the models, the YBCO 
layer and NiW substrate layer are considered, since the use of 
NiW ferromagnetic substrate changes the magnetic flux distri-
bution in the region of the HTS tape [13]. Therefore, the model 
contains one air domain, one HTS subdomain, and one substrate 
subdomain. The model was developed based on the widely used  
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FIG. 3,4,5 HERE 
H-formulation for electromagnetic diffusion [14]. Three partial 
differential equations as in equation (2), combining a set of 
Maxwell Equations in differential forms, are used as a govern-
ing equation for the entire three domains with dependent varia-
bles H [Hx, Hy, Hz]: 
 
 𝜇𝜇0𝜇𝜇𝑟𝑟
𝜕𝜕𝑯𝑯
𝜕𝜕𝜕𝜕
+ ∇ × (𝜌𝜌∇ × 𝑯𝑯) = 0 (2) 
  where 𝜇𝜇0 is the permeability of free space. The value of rela-
tive permeability 𝜇𝜇𝑟𝑟 of NiW substrate subdomain was obtained 
from measured values. The resistivity 𝜌𝜌 of YBCO 2GHTS tape 
can be calculated by the E-J power law in the equation: 
 𝜌𝜌 = 𝐸𝐸0[ 1𝐽𝐽𝑛𝑛𝑛𝑛𝑟𝑟𝑛𝑛 (𝐽𝐽𝑛𝑛𝑛𝑛𝑟𝑟𝑛𝑛𝐽𝐽𝑐𝑐(𝐵𝐵))𝑛𝑛] (3) 
  where 𝐽𝐽𝑛𝑛𝑛𝑛𝑟𝑟𝑛𝑛 = �𝐽𝐽𝑥𝑥2 + 𝐽𝐽𝑦𝑦2 + 𝐽𝐽𝑧𝑧2. The magnetic field dependent 
critical current density 𝐽𝐽𝑐𝑐(𝐵𝐵) is considered, which is incorpo-
rated by interpolation of the measurement values studied in 
[15]. The electrical field criterion 𝐸𝐸0 = 1𝜇𝜇𝜇𝜇/𝑐𝑐𝑐𝑐 and 𝑛𝑛 = 31 
are typical values used for YBCO tape. The resistivity 𝜌𝜌 of the 
non-superconducting subdomains are constants and defined by 
Ohm’s law, 𝜌𝜌 = 𝐸𝐸 𝐽𝐽⁄ . In order to simulate external AC mag-
netic field, the Dirichlet boundary condition was used in the air 
domain:                       𝐻𝐻𝑦𝑦 = 𝐵𝐵𝑒𝑒𝑥𝑥𝑒𝑒/𝜇𝜇0 sin(2𝜋𝜋𝜋𝜋𝜕𝜕)                             (4) 
 
where the 𝐵𝐵𝑒𝑒𝑥𝑥𝑒𝑒  is the amplitude of AC magnetic field along 
the y direction (perpendicular to the wide tape face) with the 
frequency of 50 Hz. 
IV. RESULTS 
DC shielding factor for 1 - 9 layer of the one-side planar 
shield at 77 K, at a distance of 7 mm from the Hall probe is 
presented in Fig. 3. At low magnetic field amplitudes 
(≤ 10 mT), the DC shielding factor is > 60 % for 3-9 layer 
shield. At higher magnetic fields > 50 mT, DC SF is dropping 
to 50 – 60 %. Shields with 8 and 9-layers have almost the same 
SF(B) dependence. SF(B) curves for 1 and 2-layer shields have 
different behavior, in field interval 10 – 20 mT they dropped 
with a slope 1%/mT. At low magnetic fields as more layers are 
added, the SF is increased. With increasing the magnetic field, 
the SF decreases. The curve starting with the highest shielding 
factor stays with the highest SF at higher magnetic fields, and 
the curve with the lowest SF stays with the lowest SF at the end 
of magnetic field interval. 
Fig. 4 depicts the AC shielding factor of a nine-layer one-
side planar shield as a function of AC magnetic field at 77 K, at 
20 – 400 Hz, at a 5 mm distance from the Hall probe. Measured 
SF at 400 Hz was the highest (82 %) throughout the range of 
magnetic field up to 30 mT. For the higher magnetic field 
(> 30 mT) at frequencies 200 – 400 Hz, SF has started to drop 
to 30 – 50 %. SF at all other frequencies 20 – 100 Hz keeps 
quite constant at 65 – 70 % level. 
 
FIG. 6,7,8 HERE 
Fig. 5 shows magnetic field dependence of the SF at fre-
quency 20 Hz for 1 – 9 layer one-side planar shield at 77 K in 
4 – 50 mT magnetic field range, at a distance of 5 mm from the 
Hall probe. SF at 20 Hz has a similar SF(B) dependence as seen 
for DC. There is a correlation between the number of layers and 
the value of shielding factor. The greater the number of layers 
the higher the magnetic shielding. Single layer shield has a 
steady drop rate where the magnitude of SF drops quite steadily 
throughout the range of the magnetic field while the shields 
with ≥ 2 layers have a steady decrease rate and at 30 mT the 
rate of decrease increases. Even though the rate of decrease 2- 
and 3-layer shields increases after certain magnetic field the 
drop is not as steep as in the single-layer shield. The shielding 
factor stayed constant at ~ 67 % up to 30 mT for the 8 and 9 
layer shields. 
In Fig. 6 is plotted SF for the one-side planar shield as the 
function the distance between the shield and the Hall probe at 
20 Hz and magnetic field of 21 mT for shields with 1 - 4 layers. 
The measured shielding factor is higher at locations that are 
closer to shield, and as one moves away from the shield the 
measured SF decreases. It was observed that the optimum su-
perconductor to HP distance is 2 mm. The measured magnetic 
field results from two components: external magnetic field and 
the magnetic field generated by the magnetization currents in 
the superconductor. If we are too close to superconductor 
(0.3 mm) we are measuring the magnetic field generated by the 
superconductor. It was confirmed from the measurements while 
the external magnetic field is turned off. 
  Fig.7 shows a bar graph of the SF as a function of the number 
of layers at 4 mT for frequency 20, 100, 400 Hz. There are some 
fluctuations in the SF as the number of layers is increased. At 
all measured frequencies, a drop in SF was observed for the 
shields with 4 and 7 layers. It could be caused by superconduc-
tor interference with the ferromagnetic substrate, as the HTS is 
not perfectly flat and some local gaps between the layers could 
not be avoided. 
  When magnetic shields are exposed to perpendicular AC mag-
netic field, screening currents are induced in the region of HTS 
layer. A magnetic field probe was placed above the center of 
the HTS tape in the 3D model to measure the magnetic field at 
various distances 2, 5, and 15 mm from the HTS tape. Fig. 8 
depicts the comparison between the simulated and experimental 
SF as a function of the external magnetic field. The model re-
sults show that the shielding factor decreases with increasing 
external magnetic field and with distance to the HTS layer, 
which is consisted with the trend observed in the experiments. 
V. CONCLUSION 
The design of a new apparatus for characterizing magnetic 
shielding properties of high-temperature superconductor in the 
form of one-side planar shields is presented. Shields were fab-
ricated with up to 9 layers of the superconductor in sheet geom-
etry using 45 mm wide commercial YBCO coated conductor 
tape. Shielding factors > 80 % were achieved at the magnetic 
field of 30 mT and frequency of 400 Hz at 77 K. Interesting 
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differences in frequency dependence of shielding factors were 
observed. The shielding factors increase with increasing fre-
quency at the low external magnetic field and decrease with in-
creasing frequency at high (> 40 mT) magnetic fields. Finite 
element model using COMSOL was used for AC shielding fac-
tor calculations for one layer sheet at 50 Hz at distances 2, 5, 15 
mm from the sensor. The successful demonstration of high val-
ues, > 80 %, of shielding factors suggests that lightweight and 
thin magnetic shields could be prepared from several layers of 
commercial 2GHTS tapes for various applications. The super-
conducting shield, if designed appropriately, will eliminate the 
noise and allows the measurement of the unperturbed magnetic 
field. 
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Fig. 7. Shielding factor as a function of number of layers 
              at 4 mT for 20, 100, 400 Hz at 77 K.  
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Fig. 3. DC shielding factor for 1 up to 9-layer one-side planar 
               shield at 77 K. 
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Fig. 4. AC shielding factor of a nine-layer one-side planar shield 
                    as a function of AC magnetic field at 77 K. 
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Fig. 2.  A schematic of the experimental set-up for AC 
               shielding measurements with one side planar sheets. 
 
Fig. 1. Photographs of the sample a) and the magnet b) 
               used for SF measurements. 
 
Fig. 5. AC shielding factor for 1 up to 9-layer one-side planar 
              shield at 20 Hz. 
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Fig. 6. Shielding factor as function of shield to Hall probe distance 
                   at 20 Hz and 21 mT for 1 up to 4-layer one-side planar shield. 
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Fig. 8. Comparison of 3D simulation and experimental results of SF 
               for the one-layer one-side planar shield at various distances 
               2, 5, 15 mm from the sensor at 50 Hz. 
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